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1 Introduction 

 

The use of high intensity electric fields for the permeabilization of biological membranes known as 

electroporation represents nowadays a widespread technique used in very different applications (Andrei G 

Pakhomov   and Marko S Markov and Andrei G Pakhomov   and Marko S Markov, 2010; Yarmush et al., 

2014). From its in vitro applications in routine laboratory protocols, mainly as a physical gene transfection 

method (Andre and Mir, 2004), to its clinical use in the treatment of cancer (Marty et al., 2006; Mir et al., 

1991) , electroporation has reached in the last ten years a remarkable state of development. However, some 

questions about the fundamental aspects of the phenomenon are still unanswered. In this direction, the 

development of reliable methods for monitoring the success of the electroporation treatment both in vitro 

and in vivo is still necessary. The goal of these methods should be enabling the possibility of studying in a 

precise way the effects of electric field pulse parameters, or other experimental conditions, and the 

determination of the extent of membrane permeabilization in a precise way. 

 

The most extended methods for the detection and quantification of electroporation are based in the study 

of the transport of different molecular species across the electropermeabilized membrane (Batista Napotnik 

and Miklavčič, 2018; Pucihar et al., 2008), specially, the incorporation of non-permeant exogenous 

molecules such as fluorescent dyes, ions, cytotoxic agents or DNA plasmids, among others. Coupled with 

these molecules, a suitable detection method must be used. These methods are mostly based on chemical 

and physical phenomena, mainly optical, and can detect with high precision very low levels of the 

transported molecules, and thus of membrane electropermeabilization (Kennedy et al., 2008). However, the 

drawback of these techniques, considered as non-label free methods, is the need of a reporter molecule that 

can interfere with the normal development and subsequent use of the treated cells.  

 

Alternatively, label free methods have been developed to measure electropermeabilization. In this case no 

additional molecule is needed to detect the formation of membrane pores, thus, cells can be normally used 

after electric field exposure. Among these methods, the leaking of endogenous molecules has been used to 

study cell permeabilization (Zhan et al., 2010). Also, and although it is not possible to obtain a quantitative 

information about the extent of permeabilization, the detection of cell swelling after pulse application has 

been also used as an indicator of successful electroporation (Romeo et al., 2013). 

 

In this direction, an important family of label-free methods based in the measurement of the electrical 

properties of the sample under treatment have been extensively used (Castellví et al., 2017). An abrupt 

change in the electrical conductivity of the cell membrane in response to pulse application has been 



observed in individual cells by patch clamp methods (O’Neill and Tung, 1991; Wegner et al., 2013), or by 

measuring changes in the applied current-voltage waveforms, in cell suspensions (Kinosita Jr and Tsong, 

1979; Pavlin et al., 2007) or tissues (Davalos et al., 2004; Ivorra and Rubinsky, 2007). The mentioned 

change in conductivity involves also a change in the complex electrical impedance of the biological samples 

that has been also studied at single or multiple frequencies (García-Sánchez et al., 2015; Ivorra et al., 2009; 

Pasqualotto et al., 2012; Pliquett et al., 1995; Stolwijk et al., 2011). 

 

Traditional multifrequency measurements, also known as electrical impedance spectroscopy (EIS), are 

based on sweeping the measurement signal frequency over a range between the kHz and MHz covering the 

well-known β dispersion of biological tissues (Foster and Schwan, 1989; Martinsen, 2000; Schwan, 1994). 

However, this approach is time consuming and not valid for monitoring the fast processes that occur during 

electroporation. Other time-domain methods using broadband signals have been previously proposed to 

study the fast dynamical phenomena during electroporation (García-Sánchez et al., 2015; Garner et al., 

2004; Pliquett and Schoenbach, 2009; Yuxiang et al., 2011). Thanks to the possibility of acquiring 

immediate information from the system, these methods represent an optimal option specially for real time 

applications. Some previous studies have already proposed to use a real-time control based on electrical 

measurements. This was applied to non-viral gene therapy used as a predictor of the extent of 

permeabilization and as a real-time optimization of the delivered electric field (Cukjati et al., 2007). Other 

authors also applied a feedback control system to deliver the appropriate electric field to single cells based 

on electrical measurements (Khine et al., 2007).  

 

In this work, the use of a fast multisine-based approach previously published (García-Sánchez et al., 2015) 

is extended to three different cell lines. The fast EIS measurements (1 spectrum per millisecond) are 

performed during the interpulse electroporation interval, with the aim of studying the dynamics of the 

resealing processes. The comparison of the impedance response of the different cell lines brings important 

information about the general performance of the system and about the sensitivity of impedance in different 

scenarios. First, the magnitude and phase angle of impedance are shown at different individual frequencies. 

Subsequently, in order to take advantage of the complete spectral information, data modeling is applied to 

measurements. The goal of this study is also to give some insights in the information that full spectral 

information can provide in comparison with single frequency measurements. 

 

 

 

 



2 Materials and Methods 

 

2.1 Cells and chemicals 

 

C2C12 mouse myoblasts and HeLa human cervix carcinoma cells were seeded into 24 muti-well plates at 

an initial density of 40×103 cells/well and 50×103, respectively, in Dulbecco’s Modified Eagle’s Medium 

(DMEM; High Glucose, GlutaMAX Supplement, pyruvate. Gibco, Carlsbad, CA, USA) supplemented with 

10% fetal bovine serum (FBS) and 1% penicillin-streptomycin. 

 

In the case of DC-3F chinese hamster fibroblasts, cells were seeded at an initial density of 350×103 

cells/well in Minimal Esential Medium (MEM; GlutaMAX. Gibco, Carlsbad, CA, USA) supplemented 

with 10% fetal bovine serum (FBS) and 1% penicillin-streptomycin. All cells were kept in an incubator at 

37 °C under a 5% CO2 humidified atmosphere for 24 h until full confluence. 

 

A low-conductivity electroporation (LCE) buffer consisting of 250 mM sucrose, 10 mM Tris and 1 mM 

MgCl2 (pH 7, osmolarity 287 mmol/kg, conductivity 0,1 S/m) was used during the electroporation pulse 

delivery and impedance measurements. 

 

Finally, as a permeabilization reporter, fluorescent nucleic acids stain Yo-Pro-1 Iodide (λex=491 nm, 

λem=509 nm, Life technologies, Saint Aubin, France) was added to the permeabilization buffer at a final 

concentration of 1 µM. 

 

2.2 Experimental setup 

 

2.2.1 Microelectrodes 

 

A custom-built microelectrode assembly was used to perform both EIS measurements and electroporation 

of the adherent cell monolayers. Full details of the microelectrode assembly geometry, its fabrication 

procedure and its performance can be found in (T. García-Sánchez et al., 2014). The design was conceived 

to fit in standard 24 multi-well plates. Shortly, the microelectrode structure consisted in six equally-spaced 

planar electrodes coiled in parallel to form six parallel spirals able to apply electroporation pulses and to 

perform four-electrode EIS measurements in the cells monolayer. The dimensions of the lines were 75 μm 

in width and there was a 150 μm spacing between them. They were fabricated using a low-cost modified 



printed circuit board (PCB) procedure. The microelectrodes were designed to be momentarily positioned 

above the cell monolayer during the electroporation/EIS measurements procedure at a short distance (10 

m) above the cell monolayer during the electroporation/EIS measurements. This was achieved by means 

of punctual microseparators patterned in the electrodes surface which ensured no direct contact between 

the cells and the electrodes. A schematic representation of the concept is depicted in Fig. 1a. 

 

2.2.2 Impedance measurements 

 

The hardware used to perform the measurements was similar to the one described in full detail in (García-

Sánchez et al., 2015). Briefly, we used a custom measuring setup based on a PXI platform (National 

Instruments) comprising an arbitrary waveform generator, a two channels digitizer and a high density multi-

configuration multiplexer matrix. Additionally, a custom made analog front-end was used to interface the 

measuring signals with the electrodes using a four electrode topology. Commutation between 

electroporation and measurement connections was synchronously performed with a hardware-based trigger 

signal provided by the custom-built pulse generator employed. The generator delivered bipolar pulses, 100 

µs positive + 100 µs negative in duration, of different amplitudes at a frequency of 1 Hz. 

 

Given the need for a fast impedance measuring approach, we used a time-domain technique based on the 

use of a broadband multisine signal as excitation. Specifically, the multisine burst consisted of 21 

frequencies following a Bilateral Quasi-Logarithmic (BQL) distribution from 5 kHz to 1.313 MHz and had 

a duration of 1 ms. All the electroporation/measurements sequences began with 100 continuous initial pre-

electroporation measurements (total duration of 100 ms). Subsequently, the pulse generation was initiated 

and the measurement system disconnected. When the trigger signal from the pulse generator was detected 

by the PXI-2530 system, the connections were switched to the measuring system after a fixed delay of 15 

ms, and 860 multisine bursts were continuously generated and acquired. The connections were again 

switched to the pulse generator and the system waited for the next pulse (125 ms). Each sequence was 

repeated until completing 8 pulses. A custom software was developed in LabView (National Instruments) 

to control the whole system. The sequence of electroporation and measurement signals is detailed in Fig. 

1b. 

 

Compensation for the effects of the system frequency response produced by the microelectrodes, cables, 

amplifiers, etc., was achieved by means of a three-references calibration method [39]. The references were 

obtained by measuring, with the same setup, saline solutions with three different conductivities in the range 

of 0.1 S/m ± 70 %. 



 

2.3 Experimental procedure 

 

Previous to the experiment, the 24 multi-well plate was removed from the incubator and the cells washed 

once with LCE buffer. Subsequently, 200 μl LCE + Yo-Pro-1 (final concentration 1 μM) were added. Cells 

were left during 10 min for stabilization. After this period, the microelectrode assembly was positioned 

manually above the cell monolayer by means of a custom built applicator. Immediately after, the 

electroporation-measurements sequence was initiated as described above. The experiments were performed 

in a controlled temperature chamber at 37 °C. Once the sequence was finished, the microelectrodes were 

carefully removed and cells were left during 10 additional minutes for resealing. Afterwards, cells were 

washed twice with PBS and replaced with fresh culture medium before inspection under inverted 

microscope Zeiss Axio Observer Z1 (Carl Zeiss, Jena, Germany) to detect Yo-Pro-1 fluorescence. 

 

In order to quantify the extent of permeabilization, at least three different fields of each sample were 

recorded under fluorescent microscope and subsequently analyzed with the image processing free software 

ImageJ (MacBiophotonics). In order to have an statistical measure of the significance of differences, 

unpaired Student’s t-tests (significance level 5 %) were performed. 

 



 

 

Fig.1. Experimental setup. a) Schematic drawing of the spiral electrode assembly used both for the 

electroporative electric pulses application and the impedance measurements as detailed in (Tomás García-

Sánchez et al., 2014). b) Measurement/electroporation sequence used in the experiments (time and voltage 

are not to scale). 

 

 

 

 

 

 



3 Results and Discussion 

 

3.1 Pre-electroporation measurements 

  

In this section, the measurements performed in each cell line prior to electroporation pulse application (100 

ms initial measurements) are shown. Fig. 2a shows an example of the impedance spectrum displayed by 

each of the three cell lines under analysis. The Bode plots of the magnitude and phase of the impedance 

show the typical response of a living tissue and it can be noticed how each cell line has a differential 

impedance signature demonstrating how the system is capable of detecting the cell monolayers and 

differences between monolayers from different cell types. 

 

In Fig. 2b a representative micrograph of each cell line is shown. It can be observed at a glance that there 

exist significant differences in dimensions and organization of the cells. While DC-3F cells are small, with 

an almost round geometry, and very homogeneously distributed, C2C12 and HeLa cells are much more 

elongated with clearly a long and a short axis. In the special case of the C2C12 cells it can also be observed 

that there are small regions where cells are oriented in a preferential direction. 

 

These initial multifrequency measurements were fitted to the well-known Cole model. In the frequency 

band ranging from some kHz to some MHz corresponding to the β dispersion, biological tissues usually 

display one single relaxation following Cole equation (eq. 1). From the parameters of this mathematical 

model (R0, R∞, α and fc), it has been shown that α and the characteristic frequency (fc) are directly related 

with the intrinsic properties of the biological sample under study [8–11]. Specifically, it has been suggested 

that the characteristic frequency (the frequency corresponding to the maximum in the imaginary part of the 

impedance) is intimately related to cell size and shape [10]. An example of the fitted model and the extracted 

fc is shown in Fig. 2c (upper insert). 

 

𝑍𝑐𝑜𝑙𝑒 = 𝑅∞ +
𝑅0−𝑅∞  

1+(𝑗𝜔𝜏)𝛼
       (eq. 1) 

 

In order to make a comparison between the different cell lines, the dimensions of the cells (major (D1) and 

minor (D2) axes) were first measured. From these two dimensions, the average cell diameter, defined as 

the mean value of the major axis and the minor axis, was calculated. In Fig. 2c (lower insert) the central 

relaxation frequency (fc) extracted from the Cole model fitting is plotted against the measured average cell 



diameter D. As observed, there is a good correlation between the cell diameter and the characteristic 

frequency showing an inversely proportional relation. 

 

In the proposed analysis, the differences obtained in fc can be mainly attributed to the cell size and 

organization of the cell monolayers. For this reason, the values obtained for this parameter in the case of 

C2C12 and HeLa cells are very similar as they are also very similar in size and cell monolayer organization. 

On the contrary, the system is able to show a clear difference in the DC-3F cell line, whose organization 

and cell size also differs clearly from the other two cell lines.  

 

The goal in this section was to test the ability of the system to extract differential characteristics of the cell 

lines under study. These results show the ability of the system to extract information of the pre-

electroporation state of the cell monolayer under treatment in a non-invasive/non-destructive way. Due to 

the specific spiral electrodes topology used, which covers almost the whole surface of each culture well, 

the measurements provide an average information about the characteristics of the cell monolayer. 

Contrarily, most of the microelectrodes structures usually used for registering the impedance of cell 

monolayers provide only a local measurement, thus being highly dependent on the state of the cells in these 

specific measuring points. The information about the cell monolayers before electroporation could be useful 

to assess the state of the sample before treatment and it could also be useful for optimizing the parameters 

of the subsequent electroporation treatment.  

 

 

 

 

 



 

Fig.2. Pre-electroporation impedance measurements. a) Representative example of the impedance spectra 

(magnitude and phase) prior to electroporation application. b) Representative brightfield micrographs of 

the three cell lines under study after pulse application (10x magnification). c) Upper insert: example of 

Nyquist plot for the impedance spectrum of the C2C12 cells (blue dots) and its corresponding Cole model 

after fitting (solid line). Lower insert: average cell diameter VS mean characteristic frequency parameter 

(fc) obtaiend from the Cole model fitting for the three cell lines under analysis. 



3.2 Interpulse measurements 

 

In this section the impedance measurements performed between consecutive pulses are shown. As 

explained in the Materials and Methods section, 860 spectra (1 spectrum/ms) were continuously acquired 

in the time gap (1 second) between two consecutive pulses. In Fig. 3a an example of the magnitude and 

phase evolution of a complete 8-pulses electroporation procedure is shown for the C2C12 cells and an 

electric field intensity of 1000 V/cm. The response of Hela cells to the same pulsing conditions is very 

similar (see supplementary Fig. A for more details). A reduction in both impedance magnitude and phase 

is observed along the spectra shown in the Bode plots. Pulse after pulse the spectra becomes flatter in 

accordance with a permeabilization of the cell membrane. In the frequency band studied, the porated 

membrane no longer behaves as an insulator because the membrane is partially shunted by a trans-

membrane resistor (the permeabilization structures), thus reducing its impedance. In the case of the 

impedance magnitude, as expected, cell permeabilization has a more significant impact in the lower 

frequencies studied. At the higher frequencies the impact becomes less and less pronounced. In the case of 

the phase angle, the most pronounced variation corresponds to the middle frequencies studied. It is around 

these middle frequencies where the phase displays its minimum value corresponding to the dielectric 

relaxation of biological tissues caused by the presence of membranes (β dispersion). It is thus reasonable 

to think that if electroporation is preferentially affecting the membrane of the cells, the phase around these 

frequencies should be highly impacted. 

 

The evolution over time at each individual frequency of both magnitude and phase is represented in Fig. 3b 

for the same data previously shown. From these plots it is obvious to conclude that the dynamic changes of 

impedance vary with the measured frequency. It can be observed how at low frequencies two different 

dynamics are observable: a fast change after each pulse and a continuous decrease over time. At high 

frequencies, only a slow single trend is observed. In Fig. 3c this evolution is detailed for two specific 

frequencies: for the magnitude, 7 kHz and 1.12 MHz, corresponding to the low and high frequency bands 

respectively, and for the phase, the middle frequency band (75 kHz) and the high frequency band (1.12 

MHz). The observed fast recovery of impedance immediately after each pulse application can be explained 

by the short-term membrane resealing between pulses. Secondly, an accumulated impedance reduction with 

a slower dynamical behavior is superimposed to the fast changes. This second persistent decrease in 

impedance can be justified at least by two different phenomena. First, as it could be expected, by 

accumulated membrane damage over the electroporation procedure that causes the decrease of the 

impedance. According to electroporation classical data, perturbation in the cell membrane can last from 

minutes to hours. However, a second phenomenon could be responsible for the observed slow impedance 



decrease. This is the leakage of ions, mostly potassium, from the cell cytosol to the extracellular buffer. 

Under the particular experimental conditions used in these measurements, the low conductivity of the 

electroporation buffer used could be modified by the transport of ions from the cell inside to the 

extracellular space. This would increase the extracellular conductivity, which translates in a reduction of 

the measured impedance. 

 

Observing now the evolution at high frequency, a slow linear reduction of impedance over time is detected. 

In an ideal situation, with no other collateral effect apart from membrane permeabilization, the impedance 

at high enough frequencies should not be affected by electroporation. Consequently, the reduction observed 

at these high frequencies must be necessarily the result of a collateral effect during cell permeabilization. 

The mentioned change in conductivity produced by the leakage of ions is the most plausible explanation 

and could follow this linear behavior. Other phenomena associated with cell electroporation could also be 

responsible of this effect. Among them, cell swelling, due to water penetration in the cell facilitated by 

membrane permeabilization, could impact the overall measured impedance. However, the dynamics of this 

change are in the order of minutes and not seconds. The absence of cell swelling was confirmed after 

visualizing the cells under bright field microscopy during the first 5 minutes after the pulses application. 

Finally, an increase in temperature due to Joule heating could also produce a reduction in impedance. 

However, the accumulated temperature change was calculated and resulted to be negligible to explain the 

observed change (≈0.3 °C for 8 pulses of 100 µs at 1400 V/cm). 

 

 



-

 

 

Fig. 3. Impedance spectrum evolution during electroporation. Data shown corresponds to a representative 

example for C2C12 cells exposed to an electric field intensity of 1000 V/cm. a) Bode plots showing the 

evolution in the impedance spectrum (magnitude and phase) pulse after pulse for a complete 8 pulses 

exposure experiment. b) 3D plot for the temporal evolution of the impedance magnitude and phase 

evolution at each individual frequency measured. c) Detailed temporal evolution in the impedance at two 

specific frequencies: 7 kHz and 1.12 MHz for the magnitude, and 75 kHz and 1.12 MHz for the phase. 

 



The same set of data is shown in this case for the DC-3F cell line in Fig. 4. Similar to the previous case, the 

evolution of the Bode plots during the complete 8-pulses exposure depicted in Fig. 4a. shows changes in 

the impedance spectra specially affecting the impedance magnitude at the low frequencies and the phase 

spectrum at intermediate frequencies. These results are in accordance with the previous explanation given 

above for Fig. 3a.  

 

The dynamic temporal evolution for the DC-3F cell line at two different frequencies is shown in Fig. 4b 

both for magnitude (at 7 kHz and 1.12 MHz) and phase (at 137 kHz and 1.12 MHz). An overall similar 

behavior compared to C2C12 and Hela cells can be observed. However, the evolution in the magnitude at 

low frequency (Fig. 4b left) reveals a different behavior. The fast recovery of the magnitude immediately 

after each pulse, which is clearly noticeable for the two previous cell lines, is not evident and seems to be 

masked by a dominating slow impedance decay accumulated along the complete measuring time, likely 

due to the ion diffusion. The different behavior of this cell line can be at least partially explained based on 

the size (smaller) and thus, the number (higher) of cells exposed (refer to Fig. 2b left panel). This difference 

would be translated in a much larger diffusion of ions to the extracellular media, producing a considerably 

higher change in conductivity that corrupts the measurements. On the contrary, if the phase evolution is 

now evaluated, it can be observed how it still displays the fast recovery pulse after pulse similar to the other 

two cell lines. This observation suggests that if the effect of conductivity changes in the extracellular bulk 

electrolyte is the responsible for this masking effect in the impedance magnitude, this has considerably less 

impact in the phase angle of impedance. The similarities observed in the behavior of phase angle for the 

different cell lines reinforce the fact that phase is more immune to conductivity variations and represents a 

more appropriate parameter for comparison. 

 



 

 

Fig. 4. Impedance spectrum evolution for a representative example for DC-3F cells exposed to an electric 

field intensity of 1000 V/cm. a) Bode plots showing the evolution in the impedance spectrum (magnitude 

and phase) pulse after pulse for a complete 8 pulses exposure experiment. b) Detailed temporal evolution 

in the impedance at two specific frequencies: 7 kHz and 1.12 MHz for the magnitude, and 137 kHz and 

1.12 MHz for the phase. 

 

 

 

 

 

 

 

 

 



3.3 Modeling 

 

In order to better extract all the information provided by the multifrequency impedance measurements, an 

electrical equivalent model was used in this study. The goal was trying to separate the contributions of the 

impedance change, produced by the cell membrane electroporation itself, and the collateral change in 

impedance likely caused by the diffusion of ions, observed in the high frequency measurements. The model 

includes a resistive component (Rpores) corresponding to the changes produced in the membrane by 

electroporation and another resistive component in the extracellular space (Rext) taking into account the 

changes in conductivity produced in the extracellular buffer. Additionally, a constant phase element 

(CPEm), in parallel with Rpores, models the capacitive behavior of the membrane, and finally, another 

resistance is introduced for the intracellular space (Rint). In Fig. 5a a schematic representation of the model 

with the different components is shown. The multifrequency impedance data for each cell line 

corresponding to measurements during exposure of cells to three different electric field intensities (600, 

1000 and 1400 V/cm, respectively) were fitted to the model in MATLAB. In the case of the C2C12 and 

Hela cells the only restriction imposed to the fitting algorithm was a lower boundary to the parameter Rint 

corresponding to its initial value. Under the considered experimental conditions this parameter is expected 

not to decrease during the electroporation procedure. The rest of parameters were left to freely vary during 

the fitting process.  

 

In Fig. 5b the evolution of both Rpores and Rext , normalized with respect to their initial values, is shown for 

representative examples of the three electric field intensities assayed in C2C12 and Hela cells. The results 

show how the parameter Rpores displays an abrupt decrease followed by a fast recovery after each pulse 

application. This behavior is compatible with membrane permeabilization occurring during the pulse and a 

fast membrane resealing in the interval between pulses. While the amplitude of the abrupt decrease after 

each pulse is almost constant over time for the low electric field intensity, for the higher intensity, it 

decreases with time. This is compatible with a possible loss of efficacy (saturation effect) of the repetitive 

pulse application for conditions where the cell membranes are extensively permeabilized. As observed, in 

the interval between consecutive pulses, Rpores does not recover to its initial level, what produces an 

accumulated decrease of this parameter over time. As explained in the previous section, this decrease is 

compatible with an accumulated membrane damage over the electroporation procedure. The parameter Rext 

displays a monotonous decrease over time highly dependent on the intensity of the electric field applied 

and compatible with a diffusion of ions from the cell cytosol to the extracellular buffer.  

 



The results given by the model are in agreement with the previous interpretation of the impedance 

magnitude and phase information. The model confirms that the observed continuous decrease in the 

impedance at high frequencies is compatible with an undesired change in conductivity of the extracellular 

medium reflected in the parameter Rext. By combining the whole acquired spectral information in the model, 

it is possible to isolate and separate this undesired effect to have a better access to the fast events occurring 

in the cell membrane during electroporation. The fast recovery of membrane after each pulse is no longer 

masked by the collateral change in conductivity. 

 

Finally, in the case of the DC-3F cell line, the fitting boundary conditions used for the other two cell lines 

produced non stable results. In order to study the evolution in the parameter Rpores, which reflects the effects 

of electroporation, the behavior of Rext was fixed to the model as an input taken in the following way: the 

behavior of Rext was extracted from the dynamics of the impedance at high frequency, which, as previously 

discussed, should correspond to the buffer conductivity changes; thus, the evolution of the real part of the 

impedance at high frequency (f=1.12 MHz) was extracted, normalized and introduced into the model. Fig. 

5c (right panel) shows the imposed variation in Rext for the different electric field intensities assayed. It is 

observed how this parameter displays a very similar behavior compared to the Rext automatically obtained 

from the model for the other two cell lines, what supports the validity of this approach.  

 

The results in Fig. 5c (left panel) show how the obtained parameter Rpores displays, similarly to the other 

two cell lines, a double dynamic evolution. However, the fast recovery after each pulse seems to be still 

affected by a constant decrease in the impedance for the two highest electric field intensities. This behavior 

is difficult to interpret and would mean that cell membranes continue to open in the interval between electric 

pulses what is very unlikely. This suggests that, even under these fitting conditions, if the change in 

conductivity produced during the electroporation pulses is very high, the model is unable to completely 

capture and isolate the membrane resealing dynamics in the parameter Rpores.   

 

 

  

 



 

 

Fig. 5. Electrical equivalent modelling results. a) Schematic representation of the equivalent circuit model 

studied. b) Evolution of the model parameters Rpores and Rext for Hela and C2C12 cells normalized to their 

initial values. A representative example of the three electric field intensities assayed is shown (see color 

legend at the bottom of the figure). c) Evolution of the model parameter Rpores obtained for DC-3F cells and 

the imposed evolution for Rext included in the fitting algorithm. Notice that axes are not to scale. 

 

 

 



3.4 Comparative analysis with fluorescence microscopy 

 

In this section the goal is to compare the information extracted from the impedance measurements to the 

success of membrane permeabilization studied by the internalization of the fluorescent dye YoPro-1, which 

is commonly used in electroporation experiments. In order to perform this comparison, the impedance 

decay accumulated during the complete electroporation treatment was used. As discussed above, the 

accumulated decrease over time observed at low frequency can be explained by two different processes 

occurring simultaneously: first, the progressive increase in membrane permeability as a consequence of the 

accumulation of membrane defects caused by the consecutive electric pulses and second, a change in 

conductivity due to the diffusion of ions. As shown by the model in the previous section, the conductivity 

variations can be approached from the impedance changes at high frequency. Consequently, by combining 

the low and high frequency information, the undesired change in conductivity can be, at least partially 

compensated in a simple way, which allows the study of the decrease in impedance due to membrane 

poration in a separate manner. 

 

In Fig. 6a an example of the information used to calculate the total impedance change during the complete 

electroporation treatment is shown for C2C12 cells pulsed with an electric field intensity of 1400 V/cm. 

The long term evolution in the impedance magnitude at the lowest and the highest frequencies was extracted 

and subsequently, the quotient between these two quantities was calculated and normalized to show data in 

percentage of total change with respect to the initial (pre-electroporation) state. Fig. 6b shows the data for 

the resulting mean long-term impedance decay for all cell lines and electric field intensities tested (data 

correspond to the mean of at least three separate repetitions for each electric field intensity assayed). In all 

cases, it can be clearly noticed an electric field dependence with an increasing percentage of variation 

related to the increasing electric field intensity. It is also noticed that for the highest electric field intensity, 

there is a change from a linear decrease with pulse number to an asymptotic evolution at the end of the 

treatment. This observation suggests a reduction in the effectiveness of electroporation with pulse number 

in accordance with the concept of cell electro-desensitization (Silve et al., 2014). As suggested by the 

measurements, when the state of accumulated membrane perturbation is very high, the electric field would 

be less effective in the creation of new permeable structures leading to a saturation effect. 

 

 

 

 



 

 

Fig. 6. Slow impedance variations. a) Example of the information extracted to calculate the total impedance 

change during the complete electroporation treatment. Low and high impedance are highlighted for a 

condition where C2C12 cells were pulsed with an electric field intensity of 1400 V/cm. b) Mean impedance 

evolution calculated as the ratio between low frequency (5 kHz) and high frequency (1.31 MHz) impedance 

magnitude normalized in 100 % to the initial pre-electroporation values for the three cell lines under 

analysis. Mean values ± standard deviation (SD) were calculated from at least triplicates for each electric 

field intensity assayed. 

 

 

 

 

 

 

 

 

 

 



Once the impedance information was analyzed the goal was to study if this information could be useful as 

an indicator of the success of the treatment compared to a traditional technique based on the use of a 

fluorescent dye. Fig. 7 (right panels) shows, as an example, a fluorescent micrograph of each cell line after 

treatment for the maximum electric field assayed. It can be noticed that for this condition almost 100 % of 

cells were permeabilized in all cases. It is noticeable that in the case of DC3F cells, due to the small size of 

this cell line, it is possible to observe black areas (non permeabilized) corresponding to the region under 

the microelectrodes where the electric field is below the permeabilization threshold, which is high in the 

case of the DC-3F cells because of their very little size. In order to quantify the extent of permeabilization, 

at least three different fields of each sample were recorded under the fluorescence microscope and 

subsequently automatically counted with the free image processing software ImageJ (MacBiophotonics). 

The mean number of cells obtained for the maximum electric field was considered as 100 % 

permeabilization and the rest of results normalized with respect to this value. 

 

Following, the total % of impedance variation extracted from the value at the end of the treatment (t=8 s) 

(see Fig. 6) was compared with the obtained permeabilization rates. In Fig. 7 (left panels) both values are 

plotted together (notice that the scales in both axes are not the same). The results in Fig. X show a clear 

correlation between impedance changes and permeabilization rates for the three cell lines analyzed. Most 

interestingly, the statistical analysis shows that, in the case of C2C12 and HeLa cells, the differences 

obtained in the permeabilization rates for 1000 V/cm and 1400 V/cm calculated using a fluorescent dye 

were not significant. However, for the same conditions, the average impedance variation differed 

significantly. This result can be explained based on the fact that the quantification of Yo-Pro-1 uptake is an 

average effect captured several minutes after pulse. However, in the case of impedance measurements the 

information is recorded in real time during pulse application. Thus, the long-term uptake of Yo-Pro-1 after 

the application of 1000 V/cm or 1400 V/cm can be similar while the effect of pulses on cells is not the 

same. This observation demonstrates how electrical impedance can quantitatively measure the effects 

produced in the cell membrane for different electric fields better than traditional permeabilization tests due 

to the possibility of recording in real time. 

 

 

 

 

 



 

Fig. 7.  Fluorescence versus impedance quantification. Right panels) an example of a fluorescent 

micrograph of each cell line after treatment with 8 electric pulses of 1400 V/cm is shown (10x 

magnification). Left panels) Comparison between the total % of impedance variation (in blue) extracted 

from the value at the end of the treatment (t=8 s) and the quantified permeabilization rates using 

fluorescence dye Yo-Pro1 (in grey). The mean number of fluorescent cells obtained for the maximum 

electric field was considered as the 100 % and the rest of the results were normalized with respect to this 

value. Notice that the scales in both axes are not the same. 

 



4 Conclusions 

 

In this study the evolution of the electrical impedance during electroporation of three cell lines was analyzed 

and compared. The utilized setup allowed to acquire electrical impedance spectroscopy measurements of 

the cell monolayers under study growing in standard multiwell plates in a minimally invasive way. First, 

the impedance spectra of the different cell lines prior to electroporation was analyzed using the Cole model. 

The results showed how the system is able to detect different impedance spectra based on the cell line under 

analysis demonstrating the sensitivity of the present setup to the differential characteristics of a cell 

monolayer. Specifically, the obtained characteristic frequency parameter (fc) from the Cole model was 

correlated with the average cell diameter showing an inverse relation. C2C12 myoblasts and HeLa cells, 

which are very similar in size, displayed also very similar values of fc while DC-3F cells displayed a shift 

in the value of this parameter consequent with the smallest size of these cells.  

 

Subsequently, the impedance response during electroporation was analyzed in the interval between 

consecutive pulses thanks to the fast measuring approach based on multisine excitations used. This 

measuring strategy allowed to obtain one complete impedance spectrum (5 kHz – 1.3 MHz) per millisecond, 

thus enabling to capture the fast dynamics in the impedance variations during the electroporation protocol. 

The analysis of the magnitude and phase angle of the impedance revealed two differentiated behaviors of 

the impedance. While at the lower/middle frequencies the impedance displayed a fast recovery after each 

pulse likely corresponding to the membrane resealing, at the higher frequencies only a monotonous 

impedance decrease was observed. A change in conductivity of the extracellular buffer due to ion diffusion 

from the cell cytoplasm through the permeabilized cell membrane could explain this second effect. The 

measurements show how the impedance magnitude is more affected by this conductivity change than the 

phase angle. For this reason, in the case of the phase angle it is possible to observe the fast impedance 

recovery immediately after pulsing for all cell lines while in the case of the magnitude it appears to be 

masked in some cases. This leads to conclude that the phase angle is more suitable and immune to undesired 

effects for the observation of the fast impedance variations in electroporation.  

 

In order to maximize the extracted information from the multifrequency impedance spectrum, an electrical 

equivalent circuit was used. This model represented a good option to give a theoretical framework in the 

study of the contribution of the different effects to the system. The results obtained by the model confirmed 

the hypothesis about the impact that conductivity changes in the extracellular buffer had in the 

measurements and could give explanation to the observed high frequency variations. Thanks to the 

separation of the different contributions, the fast dynamics in the membrane could be better observed. 



However, the model did not always give satisfactory results in all situations and needed some a-priori 

information for the proper running of the fitting algorithm. This makes this analysis method more suitable 

for theoretical studies or as a tool for performing a preliminary study of a particular measuring setup. 

However, for practical applications, for example in real time control loops based on impedance 

measurements, it seems reasonable to use faster and simpler approaches. based, for example, in two-

frequency measurements. 

 

In this study, the prior use of the model enabled us to understand the observed contribution at high frequency 

and subsequently to extract it from the low frequency information in a simple way. The use of the high 

frequency information to compensate the collateral effects produced during electroporation represented an 

advantage in front of using single frequency measurements. This enabled us to perform a fast and simple 

quantification of the impedance variation with the applied electric and to compare it to the permeabilization 

rates obtained using a classical fluorescent dye. The results from this comparison showed a perfect match 

between impedance data and fluorescent information for the three cell lines under analysis. Most 

interestingly, impedance information provided statistical significance for cases where the fluorescent 

information was not significant. This observation demonstrates how electrical impedance can quantitatively 

measure the effects produced in the cell membrane for different electric field intensities more accurately 

than traditional permeabilization tests due to the possibility of recording in real time. 
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Fig. A Impedance spectrum evolution for a representative example of Hela cells exposed to an electric field 

intensity of 1000 V/cm. a) Bode plots showing the evolution in the impedance spectrum (magnitude and 

phase) pulse after pulse for a complete 8 pulses exposure experiment. b) Detailed temporal evolution in the 

impedance at two specific frequencies: 7 kHz and 1.12 MHz for the magnitude, and 75 kHz and 1.12 MHz 

for the phase 

 

 

 

 


